CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson. AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /é(::-'l/do
periodic maintenance* for the Intoxilyzer 8000 Serial Number 4 ‘

L0 -000323 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: O0S/ob /o Call__6.09% AC Cal2__0.698 AC

Between the dates of 2%/ / 28 //0 and 0 5'/44/ /0

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on ,4//4
. . 4
The instrument was returned to service on M/A
4

Chi 5%

Cheryl K. Straub

05/04/10

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this__ /%7, day of

%}/ﬁazﬂ .20 /0 .
’ %/ %Z/ //Lﬁ/fn/////
(ST OFFICIAL SEAL
Notary Public i) AM. HERNANDEZ

bl BT JB| NOTARY PUBLIC-ARIZONA

A/ PIMA COUNTY
- My Comm. Exp. Mar. 17, 2012

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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ARIZONE DEPARTMENT OF TUBLIC SAFETY

STANDAERC QUALITY ASSURANCE TROCEDURES ;«SH
INTCXILYZER MODEZL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST (2 RGENTY Tucsocn Pollice Department

DATE 05//04,’//0 TIME /029

INTOXILYZER SERIZL # PBO-000323  LOCATION 0/24;14@ ,é/’fé

/ ’/T 1. Display reads “PUSH BUTTON TO START

V/,, 1. cohol-free subject tes:t result 0. 0¢eO AT,
i \ ~ -
j P -

E:ror recognit loglz system functioning.
Not a Successfiully Comoleted Test Seguence printed
{ V/T 3. Proper samgle recogrition system.
Net & Successiully Completed Test Seguence printed
Deficient sample printec.
( V/( 4 Stanqard Czlibration Check standard 0. /PO
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SIGNATU
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BDPS Form Zxh G-4 (Rev. (0:5-01)

Pursuant to section 28-132", 4rizona Revised Statutes. this document is a certified duplicate of the information comained in
compuzer siorage devices of the Tucson Police Department.
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INTOXILYZER 8081 o \,\
Location: TUCSON POLICE BEPT !
Serial Number: 8142832
05/06/20:0 10:41:03 ‘
Standard Loth: 642645
, Last Changed By: C. STRALB #5072
0rS: C. STRAUB #50772
TUCSON PO .
Operator; C. STRAUB #S0772
TUCSON PD
Subject: SOAP,SOAP
0oB: L1/1l/1101
Sex: F Weight: 111 -
5 Minute Deprivation Period? Yes
Test gr2llL Time
Air Blank 0.000 10:41:54
Diagnostic Test Pass 10:42:23
fir Biank 0.000 10:42:50
0,100 Cal Check  0.0%8 10:43:09
pir Blank 0.000 10:43:38
Subject Test  0.000 et
. Rir Blank ARTx 10:4¢:18 . .
fir Blank 0.000 10:44:46 ‘

S xSequence Aborted

Not 3 Successfully
Completed
Test Sequence
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. /. zona Re ]Sed Statu[es, thlS documen i i i i ior
P u 9 2 7 Al 1 A% . tisa Cemﬁed dup]lcate Of the 1nf0rmat1°n COIltained in compl.'tel




Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in compt

storage devices of the Tucson Police Department.
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INTOXILYZER 8230

Location: TUCSON POLICE DEPT

Serial Number: 63-000323

05/08/2010 10:45:32

Standard Loth: 642845~
Last Changed By C. STRRUR #50772

0AS: C. STRAUB #0772
TUCSON PO

Operator: C, STRAUB #50772 o
TUCSON PD

Subject: SORP, SOAP
COB: il/11/111 .
Sex: F weight: 11

15 Minute Deprivation Period? Yes

Test g/210L Tine
Air Blank RFlx 19:46: 14
Rir Blank 1PSxx 10:46:22

*RF] Detect
xx]nproper Sample

Not a Successfully
Completed
Test Sequence

uter




INTOXILYZER 899

Location: TUCSON POLICE DEpT

Serial Number: 80-000323

0540672010 ' Y RE

Standard Lotd: 642845
Last Changed By: C. STRAUB ES§772

ORS: C. STRAUB K50772
TUCSON PO

~

Operator: C. STRAUB #50772
TUCSCN PD

Subject: SQAP, S0P ‘ : , \
0B: 11011 ‘ v !
Sex: F Weight: 111 ;

15 Minute Deprivation Period? Yes

Test g2liL Time

Rir Blank 0.000 10:47:59
Diagnostic Test  Pass - 10:48:28
Rir Blank 0,000 10:48:55
0.100 Cal Check  0.098 10:49: 14
Air Blank 0.800 10:49:43
Subject Test 0,340« 10:52:52
Air Blank 0,000 10:53:25
fir Blank 0.000 10:53:5%2
Subject Test XXX 10:54:06
Rir Blank 0.000 10:54:40

xeficient Sample
xx[nual ig Sample
Begin new deprivation period

Not a Successfully
Completed
Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.




1 ursuant to section 28'1 Z
3 ;, All ona RCV ed Statu[es ﬂlls on conta 8([ n (Z()Hl!)
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Sto 1 )
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ANl

INTOXILYZER 8000

Lacation: TUCSON POLICE DEPT

Serial Noroer: 81-002323

1570872010 10:55: 1
Srandard LotH: 642845

Last Changed By: C. STRAUR K077

08S: C. STRAUR #50772

TUCSON PD

Test 92100 Tine

fir Blank 0.000 10:55:38
Cal Check 1.09% 10:95:56
fir Blank 0.000 10:56:%6

Trature

A




Z¥E P GE-2 . ézez, ‘

URSUANT TO DUTY IMPCEELD &Y ‘ ‘

NCY  Tucson Pclice Depar:menﬁ
/0 * 29
Location 0(2,“44{/ Aﬁb

Intoxilyzer Serial % AB[)'ODO?éLg

Ensure that gas tank 1s attached to instrument and contzains a
a

standard alcohel concentration solution 0. 00 ac.

Lol f —tel

Pour & standarc aliccnol concentration sclution dézaf aAC),
into clean dry simuiator and assembie the simuls Insure
, Z .

Q.

gs. Turr: on the simulator an

3
. Irntoxilyzer 8000 display reads “PUSHE BUTTON TO START”

N

. Go to the “Zontrocl Testing Menu’ . Selec:t “D7 for dry
control test c¢r W' Zor wet conirol Test. Afztex
selection s mads press INTIE,

{ 4. Air blilenk completed.
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Remove printed record ttach the record to the completed

" SIGNATURE

Pursuant to section 28-1327. Arizona Revised Statwtes. this document is a certified duplicaie of the information coniained in
computer storage devices of the Tucson Police Depariment.




Pursuant 1o section 28-1327. Arizona Revised Statutes. this document is a certified dup

storage devices of the Tucson Police Department.
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INTOILYZER 8003

Location: TUCSON POLICE DFPT
Serial Number: 88-030323

1576672010
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Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

085: C. STRAUB #5077

TUCSON P2

Test 0210 Tire

Rir Blank §.000 “10:30:24
Cal Check 0.098 10:30:42
fir Blank 0.880 10:31:12

licate of the information contained in computes
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